[Microbiological contamination of disinfectants used in hospitals for the disinfection of medical instruments. Part II: The estimation of sensitivity of isolated strains of bacteria in disinfectants].
The sensitivity, on basic disinfectants, of 30 strains of bacteria isolated from disinfecting fluid used in hospitals were estimated. The sensitivity of isolated strains were compared with that of laboratory test strains.